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Electrochemical	 Impedance	 Spectroscopy	 (EIS)	 is	 a	 widely	 used	 electrochemical	
measurement	technique	that	has	been	used	in	a	great	spectrum	of	fields	since	it	allows	
deconvolving	 the	 individual	 physic-chemical	 processes	 that	 take	 place	 in	 a	 given	





extracted	 from	 impedance	 spectra.	 In	 this	 work,	 a	 linearity	 assessment	 quantitative	
method	 based	 in	 the	 total	 harmonic	 distortion	 (THD)	 parameter	 is	 presented	 and	
verified	 experimentally.	 The	 experimental	 validation	 of	 the	 implemented	 method	
showed	that	the	implemented	method	is	able	to	assess	quantitatively	the	linearity	of	
the	 system.	 In	 addition,	 it	 is	 also	 able	 to	 determine	 the	 threshold	 frequency	 above	
which	 the	 system	 will	 not	 present	 significant	 nonlinear	 effects	 even	 for	 large	
perturbation	 amplitudes.	 It	was	 observed	 that	 the	 THD	method	 is	more	 sensitive	 to	
nonlinear	effects	than	the	spectra	themselves.		
	







as	 fuel	 cells	 [5-10],	 batteries	 [11-12],	 coatings	 [13-14],	 electrochemical	 reaction	
kinetics	 [15],	electrochemical	 sensors	 [16-19],	 supercapacitors	 [20-22]	and	dielectrics	
[23].	This	electrochemical	measurement	technique	has	also	been	used	in	fields	that	are	
not	traditionally	linked	to	electrochemistry	as	enzymatic	kinetics	[24],	cancer	detection	
[25],	 biochemistry	 [26-27]	 and	 immunology	 [28-29]	 amongst	 others.	 The	 large	
spectrum	 of	 fields	 in	 which	 EIS	 has	 been	 applied	 is	 explained	 by	 the	 fact	 that	 this	
electrochemical	 method	 allows	 to	 deconvolve	 the	 different	 physic-chemical	
phenomena	 taking	 place	 in	 a	 given	 system	 [4].	 This	 technique	 can	 be	 used	 both,	 in	
liquid	systems	[30-31]	and	solid	systems	[32-33].		
	
The	 EIS	 technique	 consists	 in	 the	 application	 of	 a	 sinusoidal	 voltage	 (or	 current)	
perturbation	 to	 the	 system;	 and	 the	 measurement	 of	 the	 generated	 current	 (or	
voltage)	 output	 signal	 [1].	 This	 process	 is	 repeated	 for	 different	 perturbation	
frequencies.	 For	 each	 frequency,	 the	 impedance	 of	 the	 system	 is	 determined,	










in	 the	time	domain;	and	𝐼(𝑡)	is	 the	current	signal	 in	 the	time	domain.	Therefore,	 the	
impedance	 concept	 is	 a	 generalization	 of	 the	 DC	 electric	 resistance	 concept:	 it	
quantifies	not	only	the	electric	resistance	of	 the	system	(amplitude	relation	between	
the	 current	 and	 voltage	 signals);	 but	 it	 also	quantifies	 the	 time	offset	between	both	
signals.	
	
The	 complex	 Ohm’s	 law,	 and	 thus	 the	 impedance	 concept,	 are	 only	 valid	 if	 the	
hypotheses	of	causality,	finite	range,	linearity	and	stability	are	met	[34].	If	any	of	these	
conditions	 is	 not	 fulfilled	 the	 obtained	 spectra	 may	 be	 misleading	 and	 unusable	 to	
extract	proper	conclusions	on	the	system.		
	
A	 linear	 system	 is	 a	 system	 in	which	 the	 relation	between	 the	perturbation	 and	 the	
response	is	a	set	of	linear	differential	equations	[35].	In	other	words,	a	linear	system	is	
a	 system	 where	 the	 superposition	 principle	 holds:	 the	 response	 to	 the	 sum	 of	




However,	 the	 electrochemical	 systems	 are	 in	 general	 highly	 nonlinear	 systems	 since	
they	 are	 governed	 by	 Buttler-Volmer’s	 equation	 [38].	 Thus,	 in	 order	 to	 ensure	
compliance	 with	 the	 linearity	 condition	 in	 this	 kind	 of	 systems,	 the	 applied	
perturbation	 amplitude	 has	 to	 be	 small	 enough	 [39].	 However,	 small	 amplitude	
perturbation	signals	lead	to	low	signal-to-noise	ratios	[1].	Therefore,	the	quality	of	the	
measurement	 of	 impedance	 spectra	 in	 electrochemical	 systems	 is	 determined	 by	 a	
trade-off	between	the	linearity	of	the	system	and	the	strength	of	the	signal	(signal-to-
noise	 ratio)	 [40].	On	 the	one	hand,	 very	 low	 amplitude	perturbations	 guarantee	 the	
linearity	of	 the	 system	but	 lead	 to	 large	measurement	errors	due	 to	a	 low	signal-to-
noise	 ratio.	On	 the	 other	 hand,	 high	 amplitude	 perturbations	 lead	 to	 high	 signal-to-
noise	 ratios,	 but	 they	 generate	 harmonics	 in	 the	 response	 signal	 due	 to	 the	
nonlinearity	 of	 the	 system.	 These	 harmonics	 introduce	 a	 systematic	 error	 in	 the	
impedance	spectra	measurement,	due	to	the	non-fulfilment	of	the	linearity	condition.	
Thus,	 the	 linearity	 assessment	 of	 an	 electrochemical	 system	 is	 essential	 for	 the	
determination	 of	 the	 optimum	 perturbation	 amplitude,	 and	 for	 the	 validation	 of	
impedance	spectra	measurements	from	a	linearity	point	of	view.	
	
Commonly,	 the	 linearity	of	a	 system	 is	experimentally	verified	using	Lissajous	 figures	
[1].	 This	 technique	has	 two	major	drawbacks.	On	 the	one	hand,	 a	 Lissajous	 figure	 is	
obtained	for	each	frequency	at	which	the	impedance	is	measured.	Therefore,	each	one	





not	 allow	 quantifying	 the	 nonlinearity	 level.	 Furthermore,	 while	 the	 distortion	 of	







set	of	methods	based	on	harmonic	analysis:	 the	analysis	of	 the	system’s	 response	 in	
the	 frequency	 domain	 [42].	 The	main	 advantage	 of	 this	 group	 of	methods	 over	 the	
Lissajous	 method	 is	 that	 these	 methods	 are	 quantitative	 methods:	 they	 allow	
quantifying	 the	 nonlinearity	 level	 without	 being	 subject	 to	 the	 subjectivity	 of	 the	
person	analysing	the	data.		
The	aim	of	this	work	is	to	develop	and	experimentally	validate	a	quantitative	method	











mono-frequency	 response	 signal	 is	 obtained.	 This	 response	 signal	 has	 the	 same	
frequency	that	the	perturbation	signal.	However,	in	the	case	of	a	nonlinear	system,	the	
response	signal,	when	a	mono-frequency	sinusoidal	perturbation	is	applied,	is	a	multi-
frequency	 signal:	 the	 response	 signal	will	 correspond	 to	 a	 superposition	 of	 different	
sine	 waves	 of	 different	 frequencies	 [43].	 Therefore,	 if	 the	 linearity	 condition	 is	 not	
satisfied	 in	 electrochemical	 impedance	measurements,	 the	 response	 signal	will	 have	
sine	 waves	 of	 different	 frequencies	 superimposed	 to	 the	 fundamental	 signal,	 which	
frequency	corresponds	with	the	frequency	of	the	perturbation	signal.	The	frequencies	




There	 are	 a	 great	 number	 of	 theoretical	 works	 that	 demonstrate	 the	 generation	 of	




The	 harmonic	 generation	 due	 to	 the	 nonlinearity	 of	 the	 system	 is	 the	 basis	 of	 the	





Total	harmonic	distortion	 𝒯ℋ𝒟 	is	a	parameter	widely	used	to	quantify	 the	 level	of	
harmonics	in	current	and	voltage	signals	[47].	It	is	a	widespread	parameter	in	electrical	
engineering;	and	 its	most	common	use	 is	 the	quality	control	of	power	supply:	 in	 fact	





Since	 the	 harmonic	 content	 of	 the	 response	 signal	 of	 the	 system	 can	 be	 used	 to	




In	 literature,	 two	different	definitions	of	 the	 total	harmonic	distortion	can	be	 found.	
On	the	one	hand,	one	definition	takes	the	fundamental	component	as	reference.	On	
the	 other	 hand,	 the	 other	 definition	 takes	 the	 root	mean	 square	 (rms)	 value	 of	 the	
signal	as	reference.	 It	has	been	shown	that	the	first	definition	 is	a	better	measure	of	
the	 harmonic	 content	 of	 an	 electrical	 signal	 [50].	 Consequently,	 in	 this	 work	 the	












Where	 𝑋 	denotes	 the	 amplitude	 of	 the	 Fourier	 transform	 of	 signal	𝑋	(signal	 in	 the	



























These	 parameters	 were	 used	 in	 this	 work	 to	 quantify	 the	 level	 of	 harmonics	 in	 the	










The	 linearity	assessment	method	 implemented	 in	 this	work’s	 frame	consists	 in	 three	
main	 steps.	 Firstly,	 the	 impedance	 spectrum	of	 the	 system	 is	 recorded	as	usual.	 But	
rather	 than	saving	only	 the	 impedance	results,	 the	current	and	voltage	signals	 in	 the	
time	domain	are	recorded	for	each	excited	frequency.	The	start	point	of	the	linearity	





to	 the	 frequency	 domain,	 the	 total	 harmonic	 distortion	 of	 each	 signal	 can	 be	
determined	 using	 equations	 (3)	 and	 (4).	 Thus,	 the	 total	 harmonic	 distortion	 of	 the	
current	signal	 𝒯ℋ𝒟𝐼 	and	of	the	voltage	signal	 𝒯ℋ𝒟𝑈 	is	obtained	for	each	excited	
frequency.		
	
These	 results	 are	 analyzed	 using	 two	 tools:	 the	𝒯ℋ𝒟 	curves	 and	 the	 critical	
parameters.	 On	 the	 one	 hand,	 the	𝒯ℋ𝒟	curves	 correspond	 to	 the	 curves	 of		𝒯ℋ𝒟𝐼	
and		𝒯ℋ𝒟𝑈	versus	the	excited	frequency.	On	the	other	hand,	the	critical	frequency	is	




	 𝒯ℋ𝒟𝐼8 = max
<= 0;3;⋯;@A
𝒯ℋ𝒟𝐼B	 (5)	




The	 critical	 parameters	 correspond	 to	 a	 high	 level	 analysis:	 they	 provide	 an	 overall	
assessment	 of	 linearity,	 since	 they	 consider	 the	 most	 unfavourable	 frequency	 (the	
frequency	with	the	highest	harmonic	content).	Whereas	the	𝒯ℋ𝒟	curves	correspond	
to	a	lower	level	analysis:	they	allow	evaluating	linearity	for	each	frequency	individually.	
Thus,	 these	 curves	 are	 very	 useful	 to	 distinguish	 for	 which	 frequencies	 the	 studied	
system	is	more	susceptible	to	present	nonlinearities.		
	
The	 linearity	 assessment	 method	 is	 outlined	 in	 figure	 1.	 This	 linearity	 assessment	
algorithm	can	be	automated	 in	any	programming	 language.	 In	 this	work,	 it	was	 fully	








In	order	to	validate	the	 implemented	method	 it	 is	necessary	to	experimentally	verify	
whether	the	method	is	able	to	identify	and	quantify	nonlinearities,	or	not.	The	method	
should	be	validated	in	a	large	range	of	nonlinearities.	Consequently,	a	highly	nonlinear	
electrochemical	 system	 should	 be	 used	 for	 this	 experimental	 validation;	 since	 for	
highly	 nonlinear	 systems	 a	 slight	 increase	 in	 the	 amplitude	 of	 the	 perturbation	
produces	a	large	increase	in	the	nonlinearity	of	the	system.	
	
Using	 this	 criterion,	 a	 cathodic	 electrode	 of	 an	 alkaline	 electrolyser	 was	 selected	 to	
perform	 the	 experimental	 validation	 of	 the	 method,	 since	 it	 is	 a	 highly	 nonlinear	
electrochemical	 system.	The	system	was	described	 in	detail	by	Herraiz-Cardona	 [51].	






The	 experimental	 set	 up	 is	 shown	 in	 figure	 2.	 This	 setup	was	 described	 in	 detail	 by	
Herraiz-Cardona	 and	 co-workers	 [53-54].	 The	 experiments	 were	 done	 using	 an	
electrochemical	 cell	 patented	 by	 the	 Dpto.	 Ingeniería	 Química	 y	 Nuclear	 of	 the	
Polytechnic	 University	 of	 Valencia	 [55].	 It	 consists	 in	 a	 three-electrode	 cell	 with	 a	
heating	circuit	 to	control	the	temperature.	The	cell	has	two	horizontal	openings,	and	
three	 vertical	 openings.	 The	 working	 electrode	 is	 placed	 in	 one	 of	 the	 horizontal	
positions;	while	the	counter-electrode	and	the	reference	electrode	are	placed	 in	two	
of	the	vertical	openings.	The	third	vertical	opening	acts	as	the	gases	outlet	in	order	to	
















most	nonlinear	point	of	 the	system.	As	explained	 in	 the	pervious	section,	a	different	




with	 FRA	module,	 controlled	 using	 NOVA®	 software.	 The	 selected	 frequency	 range	
was	 10	 kHz	 –	 5	 mHz,	 with	 10	 frequencies	 per	 decade.	 The	 used	 measurement	
parameters	are	listed	in	table	1.	
	
Before	 each	 experiment,	 a	 pre-treatment	 was	 applied	 to	 the	 working	 electrode	 in	











semicircle,	 formed	by	two	overlapping	semi-circles,	one	 for	high	 frequencies	and	the	
other	one	for	intermediate	frequencies	[52].	The	physical	explanation	of	these	spectra	
was	 widely	 described	 by	 Herraiz-Cardona	 et	 al.	 [51,	 52-54].	 The	 intermediate	
frequency	 semi-circle	 is	 related	 to	 the	 Hydrogen	 Evolution	 Reaction	 (HER)	 kinetics;	
while	the	high	frequency	semi-circle	is	related	to	the	porosity	of	the	electrode	surface.	










amplitudes	 for	 low	 frequencies	 is	 not	 due	 to	 nonlinear	 effects,	 but	 it	 is	 due	 to	 the	
variability	of	the	measurements	at	low	frequencies.	For	the	spectra	obtained	with	a	0.1	














appear	 under	 a	 threshold	 frequency.	 For	 frequencies	 higher	 than	 the	 threshold	 the	
nonlinear	 effects	 are	 neglectable	 even	 for	 very	 large	 amplitudes:	 there	 will	 be	 no	
distortion	of	the	spectrum	in	the	frequency	zone	corresponding	to	frequencies	 larger	
than	 the	 threshold	 frequency.	On	 the	 contrary,	 for	 frequencies	 below	 the	 threshold	
the	 nonlinear	 effects	 are	 not	 neglectable	 above	 a	 critical	 amplitude	 of	 the	
perturbation:	for	amplitudes	above	the	critical	amplitude,	a	significant	distortion	in	the	
frequency	 zone	 corresponding	 to	 frequencies	 below	 the	 threshold	 frequency	will	 be	






figures	 [1].	 For	 this	 reason,	 in	 this	 section,	 the	 AC	 plots	 and	 the	 Lissajous	 figures	
obtained	experimentally	in	this	work	are	presented	and	discussed.		
	







system	 does	 not	 affect	 the	 perturbation	 signals.	 It	 can	 be	 deduced	 from	 this	
observation	 that	 there	 is	 no	 back	 resonance	 in	 the	 system	 that	 would	 introduce	
harmonics	 in	 the	 perturbation	 signal	 due	 to	 nonlinear	 effects.	 This	 observation	 is	
consistent	with	the	causality	assumption.	In	the	case	of	1	mA,	for	a	given	frequency,	it	
can	be	observed	 that	 the	output	 signal	 (voltage)	has	 the	 same	 shape	and	 frequency	
than	the	perturbation	signal,	with	different	amplitude	and	a	given	offset.	According	to	
generalized	Ohm’s	law	the	amplitude	ratio	and	the	offset	define	the	impedance	of	the	
system	 at	 that	 frequency.	 The	 fact	 that	 both	 signals	 (input	 and	 output)	 for	 a	 given	
frequency	and	a	perturbation	amplitude	of	1	mA	have	 the	 same	 frequency	 indicates	
that	 the	system	behaves	as	a	 linear	system	for	a	perturbation	amplitude	of	1	mA.	 In	
contrast,	 this	 is	not	 true	 for	 the	three	considered	 frequencies	 in	 the	10	mA	case:	 for	
100	Hz,	the	output	signal	is	a	sinusoidal	signal	of	same	frequency	as	the	perturbation	
signal;	but	 for	1	Hz	and	5	mHz,	 the	output	signal	 is	not	a	mono-frequency	sinusoidal	
signal.	For	1	Hz	and	5	mHz	the	output	signal	corresponds	with	a	combination	of	sine	
signals	of	different	 frequencies,	producing	 the	distorted	 signals	observed	 in	 figure	4.	










a	10	mA	perturbation	a	clear	distortion	 in	Lissajous	 figures	can	be	observed	 for	1	Hz	
and	5	mHz.	This	type	of	distortion	is	associated	with	the	presence	of	harmonics	in	the	
signal,	and	thus	to	nonlinear	effects.	So,	as	from	the	analysis	of	the	AC	plots,	from	the	
Lissajous	 figures	 it	 can	also	be	deduced	 that	 the	 system	behaves	nonlinearly	at	1	Hz	
and	5	mHz	for	an	amplitude	of	10	mA.		
	
The	nonlinear	behaviour	only	was	detected	 for	 high	 amplitude	 and	 low	 frequencies.	
Even	 for	 high	 amplitudes,	 the	 system	 does	 not	 behave	 nonlinearly	 for	 high	




Thus	 this	 part	 of	 the	 spectrum	 can	 be	 used	with	 no	 fear	 of	 introducing	 bias	 in	 the	
results	of	 the	analysis	because	of	a	distortion	due	 to	nonlinear	effects.	On	 the	other	
hand,	 for	 frequencies	 below	 the	 threshold	 the	 nonlinear	 effects	 are	 not	 neglectable	
above	a	critical	amplitude	of	the	perturbation.	Consequently,	this	part	of	the	spectrum	






whole	 spectrum,	 then	 only	 the	 lowest	 frequency	 Lissajous	 plot	 should	 be	 analysed	
(since	 nonlinear	 effects	 appear	 at	 frequencies	 lower	 than	 the	 threshold	 frequency).	
However,	 if	 the	 analyst	 wants	 to	 determine	 the	 threshold	 frequency,	 then	 all	 the	
frequencies	should	be	analysed.	In	this	case,	only	three	of	the	64	frequencies	at	which	
the	 impedance	 was	 recorded	 were	 analysed.	 A	 full	 linearity	 analysis	 would	 require	
analyzing	 one	 by	 one	 the	 64	 frequencies	 of	 each	 spectrum.	 Therefore,	 this	 kind	 of	
approach	 would	 be	 very	 time	 consuming.	 But	 there	 is	 a	 bigger	 drawback	 of	 this	
Lissajous	 based	 linearity	 assessment	 method	 than	 the	 large	 amount	 of	 work	 it	
requires:		it	is	a	qualitative	method.	In	this	section,	only	the	extreme	cases	have	been	
presented.	 For	 these	 extreme	 cases	 the	 distortion	 is	 very	 clear.	 However,	 for	 the	









signal	 respectively.	 Each	 figure	 is	 divided	 in	 two	 parts:	 one	 for	 low	 perturbation	
amplitudes	 (a)	 and	 another	 one	 for	 high	 perturbation	 amplitudes	 (b).	 These	 curves	
consist	 in	 the	 representation	of	 the	𝒯ℋ𝒟	value,	determined	using	equations	 (3)	and	
(4),	versus	the	perturbation	signal	frequency.	
	
On	 the	 one	 hand,	 in	 figure	 6	 it	 can	 be	 observed	 that	 the	𝒯ℋ𝒟	curves	 for	 the	
perturbation	signal	 𝒯ℋ𝒟𝐼 	present	the	same	pattern	for	all	perturbation	amplitudes.	
For	 a	 given	 perturbation	 amplitude,	 the	𝒯ℋ𝒟𝐼	parameter	 is	 approximately	 constant	




figure	 6.b,	 for	 amplitudes	 larger	 than	 2	 mA	 an	 increase	 in	 the	 amplitude	 has	 no	
significant	 effect	 on	 the	 	𝒯ℋ𝒟𝐼	curve.	 Therefore,	 an	 increase	 of	 the	 perturbation	
amplitude	 causes	 a	 drop	 of	 the	𝒯ℋ𝒟𝐼 	parameter	 for	 every	 frequency	 for	 low	
amplitudes;	while	for	amplitudes	higher	than	a	threshold	amplitude,	the	𝒯ℋ𝒟𝐼	curves	
do	 not	 show	 a	 clear	 trend,	 and	 can	 be	 considered	 as	 nearly	 superimposed.	 These	
𝒯ℋ𝒟𝐼	curves	are	characteristic	of	the	measurement	equipment,	which	is	responsible	
of	 generating	 the	 perturbation	 and	 applying	 it	 to	 the	 system.	 	 These	 curves	 can	 be	
affected	by	distortions	in	the	grid	signal	that	powers	the	potentiostat/galvanostat,	and	
by	 electric	 couplings	 between	 the	 measurement	 equipment	 and	 other	 electric	 and	
electronic	 devices	 connected	 to	 the	 grid.	 For	 low	 amplitudes,	 an	 increase	 in	 the	
perturbation	 amplitudes	 leads	 to	 an	 improvement	 of	 the	 signal-to-noise	 ratio.	 This	
improvement	 causes	 a	 decrease	 of	 the	𝒯ℋ𝒟𝐼	parameter	 (a	 lower	 harmonic	 relative	
level	 with	 respect	 to	 the	 signal)	 as	 observed	 in	 figure	 6.a.	 However,	 there	 is	 an	
amplitude	 (of	 around	 2	 mA,	 in	 this	 case)	 above	 which	 further	 increases	 of	 the	
amplitude	 do	 not	 improve	 the	 signal-to-noise	 ratio	 anymore,	 since	 the	 limit	 of	 the	
measurement	 system	 (potentiostat/galvanostat,	 electric	 network,	 etc…)	 has	 been	
reached.	Beyond	this	point	the	𝒯ℋ𝒟𝐼	parameter	does	not	decrease	further,	resulting	






for	 every	 frequency	 and	 every	 amplitude	 considered	 in	 this	work.	 The	𝒯ℋ𝒟	limit	 in	





On	 the	other	 side,	 it	 can	be	observed	 in	 figure	7	that	 the	overall	 shape	of	 the	𝒯ℋ𝒟	
curves	 for	 the	 response	 signal	 𝒯ℋ𝒟𝑈 	changes	 from	 low	 perturbation	 amplitudes	
(figure	 7.a)	 to	 high	 amplitudes	 (figure	 7.b).	 For	 low	 amplitudes	 (up	 to	 2	 mA)	 the	
𝒯ℋ𝒟𝑈	curve	 is	 a	 point	 cloud	with	 no	 appreciable	 trend	 or	 shape,	with	 significantly	
higher	values	in	the	frequency	range	100	Hz	to	1	Hz.	This	frequency	range	corresponds	
with	the	frequency	range	at	which	the	peak	was	observed	for	the	perturbation	signal,	
















For	 high	 amplitudes,	 comparing	 the	𝒯ℋ𝒟U	curves	 for	 different	 amplitudes	 it	 is	
observed	that	the	𝒯ℋ𝒟U	curves	shift	to	higher	values	with	an	increase	in	amplitude.	
This	 is	 due	 to	 the	 nonlinear	 effects	 of	 the	 system:	 the	 harmonic	 generation	 due	 to	







amplitude	 threshold)	 causes	 a	 shift	 of	 the	𝒯ℋ𝒟U	curve	 towards	 lower	 values.	 For	
these	 low	 amplitudes,	 the	𝒯ℋ𝒟U	curves	 have	 no	 defined	 shape,	 and	 consist	 in	
scattered	 point	 clouds.	 This	 drop	 of	 the	𝒯ℋ𝒟U	value	 with	 the	 amplitude,	 for	 low	
amplitudes,	is	due	to	the	improvement	of	the	signal-to-noise	ratio.	For	low	amplitudes,	
the	non	fundamental	harmonics	generated	due	to	nonlinear	effects	of	the	system	are	
neglectable.	 In	 this	amplitude	range,	 the	noise	dominates	over	 the	nonlinear	effects.	
And	 therefore,	 the	 net	 effect	 is	 a	 decrease	 of	 the	𝒯ℋ𝒟U	value.	 From	 a	 certain	
amplitude	 threshold,	 a	 clear	 shape	 appears	 in	 the	𝒯ℋ𝒟U	curve.	 Furthermore,	 for	
amplitudes	above	this	amplitude	threshold	an	increase	in	the	perturbation	amplitude	
causes	 a	 shift	 of	 the	 the	𝒯ℋ𝒟U	curve	 towards	higher	 values.	 This	 is	 due	 to	 the	 fact	
that	 in	 this	 amplitude	 range,	 the	 nonlinear	 effects	 dominate	 over	 the	 noise:	 an	
increase	in	the	amplitude	causes	the	generation	of	non	fundamental	harmonics	due	to	
non	linear	effects	that	are	not	neglectable	with	respect	to	the	noise.	Therefore,	the	net	
effect	 is	 an	 increase	of	 the	non	 fundamental	harmonic	 content	of	 the	output	 signal,	
and	thus	an	increase	of	the	𝒯ℋ𝒟U	value.	
	
For	amplitudes	 larger	 than	2	mA,	 the	highest	values	of	𝒯ℋ𝒟U	for	a	given	amplitude	
correspond	to	the	low	frequency	zone:	even	for	high	amplitudes,	the	nonlinear	effects	
are	 negligible	 for	 high	 frequencies	 (higher	 than	 10	 Hz).	 This	 is	 consistent	 with	 the	
observations	extracted	from	the	Nyquist	plots	analysis:	only	the	low	frequency	zone	of	
the	spectra	is	significantly	distorted	by	the	nonlinear	effects;	while	the	high	frequency	
region	 is	 not	 altered	 noticeably.	 It	 can	 be	 deduced	 that	 this	 system	 presents	 a	
frequency	threshold.	This	concept	was	introduced	by	Orazem	and	co-workers	[58],	and	




Comparing	 figures	 6	 and	 7,	 it	 is	 observed	 that	 the	𝒯ℋ𝒟	values	 associated	 to	 the	
output	signal	are	much	larger	than	the	values	associated	to	the	input	signal.	It	can	be	
deduced	that	the	major	part	of	the	harmonics	present	in	the	output	signal	(both,	due	
to	noise	 and	 to	nonlinear	 effects)	 are	 generated	by	 the	 system	 itself;	 since	 they	 are	
only	present	 in	 the	output	signal.	 In	addition,	 it	 can	be	concluded	that	 the	harmonic	
generation	due	 to	nonlinear	effect	only	occurs	 in	 the	output	 signal;	 there	 is	no	back	
resonance	that	could	introduce	harmonics	 in	the	perturbation	signal	due	to	electrical	
coupling	between	the	measurement	system	and	measured	system.	Therefore,	in	order	
to	 verify	 the	 linearity	 of	 a	 system	 only	 the	 output	 signal	 is	 relevant.	 However,	 to	




It	 should	be	noted	 that	 if	 the	 EIS	measurements	were	done	 in	potenciostatic	mode,	
rather	than	in	galvanostatic	mode,	the	results	would	be	reversed:	the	total	harmonic	
distortion	 of	 the	 current	 signal	 will	 be	 significantly	 higher	 than	 the	 total	 harmonic	
distortion	 in	the	voltage	signal.	Thus,	 in	potenciostatic	mode,	the	𝒯ℋ𝒟	values	of	 the	
potential	 signal	 will	 be	 neglectable;	 and	 the	𝒯ℋ𝒟	values	 of	 the	 current	 signal	 will	






critical	 parameter	 (𝒯ℋ𝒟𝐼8 	and	𝒯ℋ𝒟𝑈8)	 versus	 the	 amplitude	 of	 the	 perturbation.	
Note	 the	 different	 scales	 of	 figures	 8	 and	 9:	 the	𝒯ℋ𝒟𝐼8 	values	 are	 one	 order	 of	
magnitude	lower	than	the	values	of		𝒯ℋ𝒟𝑈8 	for	all	amplitudes.	This	is	due	to	the	fact	
that	 the	 system	 introduces	 additional	 noise,	 and	 for	 high	 perturbation	 amplitudes	 it	
also	introduces	non	fundamental	harmonics	due	to	nonlinear	effects.	The	result	is	that	
the	critical	parameter	associated	with	the	perturbation	signal	is	significantly	below	the	





with	 the	 perturbation	 signal	 decreases	with	 the	 amplitude	 for	 very	 low	 amplitudes;	
and	stabilizes	around	a	value	of	around	0.8%,	for	perturbation	amplitudes	larger	than	1	
mA.	 When	 the	 perturbation	 amplitude	 is	 increased	 the	 signal-to-noise	 ratio	 of	 the	







signal,	 	𝒯ℋ𝒟𝑈8 ,	 whereas	 at	 medium	 and	 high	 amplitudes,	 an	 increase	 in	 the	
amplitude	 leads	 to	 an	 increase	 of	 parameter	 	𝒯ℋ𝒟𝑈8 .	 Therefore,	 a	 threshold	
amplitude	can	be	identified	as	the	amplitude	at	which	the	trend	of		𝒯ℋ𝒟𝑈8 	inverts.	An	
increase	in	the	perturbation	causes	two	antagonistic	effects.	On	one	side,	it	improves	
the	 signal-to-noise	 ratio,	 which	 causes	 a	 drop	 in		𝒯ℋ𝒟𝑈8.	 On	 the	 other	 side,	 it	
generates	higher	levels	of	non	fundamental	harmonics	due	to	the	nonlinear	behavior	
of	 the	 system.	 For	 amplitudes	 below	 the	 threshold	 amplitude,	 the	 first	 effect	
dominates	 over	 the	 second	 one:	 the	 harmonic	 generation	 due	 to	 nonlinearity	 is	
neglectable	 compared	with	 the	 improvement	 of	 the	 signal-to-noise	 ratio.	 Therefore,	
the	net	effect	of	an	increase	of	the	amplitude	of	the	perturbation	for	low	amplitudes	is	
a	 drop	 in	 the	 critical	 parameter.	 Consequently,	 the	 system	 can	 be	 considered	 to	
behave	 linearly	 in	 this	 amplitude	 range.	 In	 contrast,	 for	 amplitudes	 above	 the	
threshold	 amplitude,	 the	 second	 effect	 dominates	 over	 the	 first	 one:	 the	 harmonic	
generation	due	to	nonlinear	effects	is	no	longer	neglectable	compared	to	the	signal-to-
noise	ratio	improvement.	Therefore,	the	net	effect	of	an	increase	of	the	amplitude	of	





system	can	be	 considered	 linear	or	not	 for	a	given	amplitude.	 For	amplitudes	below	
the	 threshold,	 the	 nonlinear	 effects	 are	 neglectable;	 and	 consequently,	 the	 linearity	
hypothesis	can	be	accepted.	For	amplitudes	above	the	threshold,	the	nonlinear	effects	
are	no	longer	neglectable;	and	therefore	the	linearity	hypothesis	cannot	be	accepted.	
In	 this	 case,	 the	 obtained	 impedance	 spectra	 may	 be	 distorted,	 and	 lead	 to	 biased	
results.	This	threshold	amplitude	for	the	studied	system	can	be	extracted	from	figure	
9:	 in	 this	 case,	 it	 is	 around	 2	mA.	 It	 can	 be	 deduced	 that	 in	 figure	 3,	 the	 spectrum	
obtained	with	a	perturbation	of	2	mA	 is	 the	optimum	spectrum	(best	 signal-to-noise	





As	 it	 was	 observed	 in	 section	 5.3,	 the	 input	 signal	 can	 be	 considered	 as	 a	 mono-
frequency	 senoidal	 signal	 with	 neglectable	 amount	 of	 noise.	 Therefore,	 it	 can	 be	
written	as:	
	
	 𝐼 𝑡 = 𝐼OP + ∆𝐼 ∙ sin	(𝜔𝑡)	 (7)	
	
Where	𝐼OP 	denotes	 the	polarization	current.	This	 signal	 is	applied	 to	 the	system;	and	




























	 ∆𝑈0 ≫ ∆𝑈Y0	 (10)	
	
Introducing	assumptions	(9)	and	(10)	in	equation	(8),	and	particularizing	the	obtained	




































	 ∆𝑈0 = 𝑍 𝑓8 ∙ ∆𝐼	 (15)	
	





























This	 parameter	 (with	 dimension	 of	 voltage)	 is	 a	 measure	 of	 the	 total	 noise	 in	 the	










This	 model	 was	 fitted	 to	 the	 linear	 zone	 of	 the	 experimental	 	𝒯ℋ𝒟𝑈8 	curve	
(perturbation	 amplitudes	below	3	mA),	 using	 a	 Levenberg-Marquardt	 algorithm.	 The	
fitted	model	is	shown	in	figure	11.	It	can	be	observed	that	the	model	given	by	equation	
(16)	 fits	 perfectly	 the	 experimental		𝒯ℋ𝒟𝑈8 	curve	 in	 the	 linear	 zone:	 the	 associated	









In	 this	case,	 the	modulus	of	 the	 impedance	of	 the	system	at	 the	critical	 frequency	 is	
































calculated	 for	each	perturbation	amplitude.	The	obtained	values	are	 shown	 in	 figure	
12.	It	can	be	observed	that	in	the	linear	zone	(amplitudes	lower	or	equal	to	2	mA)	the	
nonlinear	 contribution	 is	 nearly	 zero;	 while	 in	 the	 nonlinear	 zone,	 the	 nonlinear	
contribution	 to	 the	 critical	 parameter	 increases	 nonlinearly	 with	 the	 perturbation	
amplitude.	This	is	logical:	on	the	one	hand,	in	the	linear	zone	the	nonlinear	effects	are	
neglectable.	 On	 the	 other	 hand,	 in	 the	 nonlinear	 zone,	 greater	 perturbation	
amplitudes	cause	the	generation	of	higher	nonlinear	effects.		
	
The	advantage	of	 this	method	 is	 that	 it	 is	able	 to	distinguish	the	nonlinear	effects	of	




has	 a	 clear	 utility	 in	 the	 linearity	 assessment	 of	 electrochemical	 systems,	 and	 in	 the	
noise	 quantification	 and	 characterization.	 However,	 in	 literature,	 the	 total	 harmonic	
distortion	has	been	used	 to	obtain	 relevant	 information	about	 the	 system	 itself.	 For	
instance,	 Mao	 and	 coworkers	 used	 total	 harmonic	 distortion	 to	 obtain	 relevant	
information	about	direct	methanol	fuel	cells	[59-61].	Further	work	should	be	done	in	










(i.e.	 Lissajous	 figures)	 is	 that	 the	 𝒯ℋ𝒟 	method	 is	 a	 quantitative	 method.	
Consequently,	 this	method	allows	to	accurately	quantify	both,	 the	 importance	of	the	




The	 method	 is	 able	 to	 determine	 the	 threshold	 amplitude	 which	 delimits	 the	 zone	
where	 the	 linearity	condition	can	be	accepted	and	 the	where	 it	 cannot	be	accepted.	
This	may	be	used	 for	optimizing	 the	perturbation	amplitude	 for	 a	 given	 system.	The	
method	 also	 allows	 identifying	 the	 threshold	 frequency,	 above	 which	 no	 nonlinear	
significant	 effects	 appear	 even	 for	 high	 frequencies:	 this	 can	 be	 used	 to	 determine	
which	part	of	the	spectra	is	sensitive	to	nonlinear	effects.	Only	this	zone	may	present	
distortions	due	to	nonlinearity.	 In	the	 linear	zone,	the	method	allows	quantifying	the	




of	 the	 system;	 obtain	 the	 optimum	 perturbation	 amplitude	 and	 the	 threshold	
frequency	 of	 the	 system;	 discriminate	 the	 nonlinear	 effects	 from	 the	 noise;	 and	
quantify	 and	 characterize	 the	 noise	 in	 the	 system.	 Moreover,	 the	 computational	
requirements	of	 this	algorithm	are	significantly	 low.	This	corresponds	with	the	major	
advantage	of	this	method	with	respect	to	other	harmonic	analysis	methods:	 it	allows	
obtaining	 all	 the	 linearity	 related	 parameters	 (optimum	 perturbation	 amplitude	 and	
threshold	frequency)	and	to	quantify	and	characterize	the	noise	 in	the	system	with	a	








𝑓		 	 Frequency	 𝐻𝑧 	
𝑓8 		 	 Critical	frequency	 𝐻𝑧 	
𝐼		 	 Current	in	the	time	domain	 𝐴 	
𝐼		 	 Current	in	the	frequency	domain	 𝐴 	
𝐼OP 		 	 Polarization	current	 𝐴 	
𝑁w		 	 Number	of	measured	frequencies	
𝑡	 	 Time	domain	independent	variable	 𝑠 	
𝒯ℋ𝒟𝑋		 Total	harmonic	distortion	of	signal	𝑋	 % 	
𝒯ℋ𝒟𝑋8	 Critical	total	harmonic	distortion	of	signal	𝑋	 % 	
𝑈		 	 Potential	in	the	time	domain	 𝑉 	
𝑈		 	 Potential	in	the	frequency	domain	 𝑉 	
𝑍	 	 Complex	impedance	 𝛺 		
𝑍′	 	 Real	part	of	complex	impedance	 𝛺 	




Δ𝐼	 	 Galvanostatic	perturbation	amplitude	 𝐴 	
∆𝑈V	 	k-th	component	of	 the	output	signal	generated	by	the	response	of	the	
system		 𝑉 	
∆𝑈YV		 k-th	component	of	the	output	signal	associated	to	noise		 𝑉 	
𝜗	 	 Frequency	domain	independent	variable	 𝐻𝑧 	
𝜒3	 	 Fitting	sum	of	squares	parameter	 𝛺3 	
𝜑V	 	 Offset	of	the	k-th	component	of	the	output	signal	 𝑟𝑎𝑑 	
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Figure	 4.	AC	signals	 for	different	excited	 frequencies	 for	 two	different	amplitudes	 (1	
mA	and	10	mA)	
Figure	 5.	 Lissajous	 figures	 for	 different	 excited	 frequencies	 for	 two	 different	
amplitudes	(1	mA	and	10	mA)	
Figure	 6.	 Perturbation	 signal	𝓣𝓗𝓓	curves	 for	 low	 perturbation	 amplitudes	 (a)	 and	
high	perturbation	amplitudes	(b)	
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